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DEAR CUSTOMER!
You have purchased ALMAG-01 Pulsed Electromagne  c Field (PEMF) Therapy 

Device (trademark ALMAG®), (hereina  er referred to as ALMAG) intended for hos-
pital use for treatment and preven  on of a wide range of diseases, as well as for 
home use by pa  ents upon doctor`s advice. In order to perform treatment, please 
follow the guidelines of this Manual. 

ALMAG has been included in the List of physiotherapy devices approved for med-
ical applica  on by the Commi  ee on New Medical Technology under the Ministry of 
Health of the Russian Federa  on.

This Opera  ng Manual serves as the Manufacturer’s guarantee of the basic pa-
rameters and technical features of the ALMAG device.

ATTENTION! 

ATTENTION! 

Be sure to keep the Opera  ng Manual throughout the whole service life of the 
device. When handing the device over to another user, please make sure to hand in 
the Manual as well.

No special training or skills are required to carry out the procedures by 
the pa  ent at home. Prior to fi rst usage of the device, please study this 
Opera  ng Manual carefully, and follow its instruc  ons during further use 
to ensure proper treatment procedure and eff ec  veness.

!

! Prior to applica  on of the device, a consulta  on of a physiotherapist or a 
local physician is advisable.
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Warnings on safety and effi  cacy of opera  on

The mark defi nes the device as complying to Class II in terms of electri-
cal safety according to IEC 60601-1

Read the Opera  ng Manual carefully

Emi  ers are protected with reinforced insula  on

The enclosure of this product is protected against access of solid par  -
cles and against ver  cally falling drops of water

Compliant with MDD/93/42 EEC

Marking

!

IP41

SAFETY MEASURES
Please study this Opera  ng Manual carefully before use.

Examine the device before use carefully. Make sure that all parts of the 
device are undamaged. CAUTION! Do not use the device if its case, emit-
ters, or cables are damaged. 

Make sure the cable is not twisted or taut. AC mains voltage: ~120V (-10V; 
+6V), frequency 60Hz. Do not li   or carry the device by power cable!

During chemical disinfec  on or wiping of the device make sure that the 
moisture does not get inside the control unit or the emi  ers. Protect the 
device from dampness, shock and impact.

Do not place an opera  onal device nearby (less than 0.5 m apart from) 
magne  c data carriers (fl oppy disks, credit cards, video records, mobile 
memory units and other magneto-sensi  ve devices).

ATTENTION! The device requires special measures to ensure ELECTRO-
MAGNETIC COMPATIBILITY and shall be installed and commissioned accord-
ing to the informa  on related to EMC as given in this Opera  on Manual.

!
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Important informa  on about electromagne  c compa  bility (EMC)
Considering that the number of such electronic devices as PC and mobile 

(cellular) phones increases, medical devices can be sensi  ve to electromagnet-
ic interference produced by other devices. Electromagne  c interference may 
disturb opera  on of a medical device and create poten  ally unsafe situa  on. 

Medical devices also should not disturb func  oning of other devices.
This device manufactured by ELAMED Company meets the requirements of 

EN 60601-1-2:2007 in terms of resistance to electromagne  c interference and 
radia  on emi  ed.

Nevertheless, some precau  ons shall be followed:
• Use of the components and cables diff erent from the supplied together 

with the set of the device may result in increased emission or failures in the 
device opera  on. Excep  on: components supplied by ELAMED Company as 
spare parts.

• Check correct opera  on of the equipment if the condi  ons diff er from the 
specifi ed in tables given in Annex A.

Special requirements for ensuring the electromagne  c compa  bility 
are given in Annex A.!

Safety instruc  ons for treatment sessions:
• the fi rst treatment session should last no longer than 20 minutes;
• if two areas are under treatment, the total treatment  me should not exceed 

30 minutes;
• the fi rst 3 sessions of cervicothoracic area treatment (the area of the neck and 

the chest) should last no longer than 10 minutes;
• using the device on the heart and brain areas is prohibited.
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DEVICE DESCRIPTION. OPERATING PRINCIPLE
ALMAG has been designed for therapeu  c treatment of the human body by 

means of pulsed electromagne  c fi eld, to be performed either by medical staff  
at physiotherapy departments of healthcare facili  es, or by individual pa  ents at 
home.

ALMAG consists of:
- a control unit (pulse generator) connected to four emi  ers;
- emi  ers connec  on cable: (2.1±0.1)m;
- power cable: (1.2±0.1)m.
All connec  ons of the individual units are fl exible and non-detachable.

Main unit

А. Control unit
B. Emi  ers line
C. Induc  on coils (emi  ers)
D. Emi  ers connec  on cable
E. Pulsed electromagne  c
     fi eld (PEMF) indicator

There are two indicator lights (LEDs) of diff erent colours on the control unit box. 
The green light indicates that the device is connected to the power line. The yellow 
LED indicator lights up together with the green one and signals that the magne  c 
fi eld is in ac  on. The yellow LED is connected to a  mer and turns off  18 minutes 
a  er start of opera  on, thus indica  ng deac  va  on of the magne  c fi eld.

Fig. 1 A
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For further use, please unplug the device from the power line and then switch it 
on again (but at least 10 minutes a  er shutdown).

Unplug the device a  er the treatment session is over.

Flashing green indicators in the center of each of the four emi  ers indicate that 
the magne  c fi eld is ac  ve, and ALMAG is func  oning properly. During opera  on 
the indicators should fl ash at regular intervals.

ALMAG’s func  oning can addi  onally be checked by applying the PEMF indicator 
onto the side marked with «N» of each emi  er in turn, while the device is powered. 
Flashing of the green light in the middle of the indicator shall confi rm the PEMF 
presence.

PEMF travels from emi  er 1 to emi  er 4. The fi rst emi  er is the only one con-
nected to the control unit cable.

Due to the high penetra  ng ability of ALMAG’s magne  c fi eld, the treatment 
can as well be performed through clothing, dry or damp gauze bandage, or plaster 
bandage up to 1 cm thick.

NOTE: For treatment apply ALMAG to the skin on the affected area with 
the side that has no LED light and is marked with the «N» sign. The «N» 
stands for the north pole of the emitter.

!

NOTE: To position the device on the body properly, please follow the 
instructions herein. Pay attention to the direction of PEMF travel and the 
working side of the emitters. 

!
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SET OF SUPPLY
«ALMAG-01» device     1
Opera  ng Manual      1
Consumer packaging     1
Pulsed electromagne  c fi eld (PEMF) indicator  1

INDICATIONS FOR USE
Musculoskeletal system diseases:
- osteochondrosis
- deforming osteoarthri  s
- humeroscapular periarthrosis
- arthri  s
- epicondyli  s
- gout
- bursi  s
- myosi  s
- tenosynovi  s

Injuries and their a  er-eff ects:
- bone fractures
- internal joint injuries
- pos  rauma  c joint contracture
- wounds
- so    ssue bruises
- hematoma
- pos  rauma  c edema
- ligament and muscle injuries
- postopera  ve wounds
- keloid scar
- sluggish purulent wounds, phlegmons, burns
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Diseases of peripheral nervous system:
- neuri  s
 - facial nerve neuri  s 
 - radial nerve neuri  s 
 - ulnar nerve neuri  s 
 - median nerve neuri  s 
 - scia  c nerve (ischias) neuri  s 
 - peroneal nerve neuri  s 
 - plexi  s
- neuralgia
 - trigeminal neuralgia
 - occipital neuralgia
 - intercostal neuralgia

Traumas of central nervous system:
- vertebral column and spinal cord traumas
- disorders of the spinal blood circula  on

Pancrea  c diabetes complica  ons:
- diabe  c angiopathy
- diabe  c polyneuropathy

Diseases of venous system:
- deep vein thrombosis of the lower leg 
- chronic thrombophlebi  s
- varicose veins
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CONTRAINDICATIONS
- pyoinfl ammatory diseases in the acute phase
- pregnancy
- systemic blood diseases
- oncological diseases
- thyrotoxicosis
- alcohol intoxica  on
- presence of an implanted pacemaker in the treated area

Inclusions of metal elements in bone  ssues are not a contraindica  on for thera-
peu  c usage of the device.

THE ORDER OF USE
A  er storage or transporta  on at temperatures below +10 °C or above +35 °C, 

keep the device in a room at a temperature from +10 °C to +35 °C for at least 4 hours 
prior to plugging it in. 

Before use, wipe the outer surfaces of the control unit and the emi  ers with a 
piece of cloth moistened with 3% solu  on of hydrogen peroxide mixed with 0.5% 
solu  on of a household detergent, or with 1% solu  on of chloramine. While clean-
ing, avoid leakage of the disinfectant solu  on or detergent inside the control unit 
or the emi  ers.

Use the PEMF indicator to check the presence of electromagne  c fi eld on the 
emi  ers of the actuated device by applying the indicator onto the working side of 
the emi  ers (marked with «N» sign) and making sure the green LED turns on.

For treatment, the pa  ent should take a comfortable posi  on in which he/she 
will remain un  l the end of the treatment session.
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Carry out the treatment sessions (usually 10-20 for the treatment course) at reg-
ular intervals, preferably before meal. It is not recommended to have meal for at 
least 1 hour a  er the treatment session. 

The fi rst few sessions of a treatment course should be carried out daily and 
should take no longer than 10 minutes. Increase the dura  on of the treatment ses-
sions gradually within 2-3 days un  l the maximum dura  on is achieved. The usual 
 me of a treatment session is 10-20 minutes. A change in the treatment dura  on is 

possible upon doctor’s advice. 

Carry out the procedures twice a day. Treat only one disease during one treat-
ment course. If necessary, repeat the treatment course in 30-40 days, and then in 
3-4 months, that is a total of 3-4 courses a year for one disease. 

During these intervals between the treatment courses for one disease, treat-
ment of another disease is possible, provided there is a 10-day break before star  ng 
a new treatment course. 

In case the treatment sessions cause an exacerba  on of the disease (increased 
pain, dizziness, etc.) or other undesirable symptoms, reduce the frequency of the 
sessions to every other day with the same dura  on. If this does not eliminate the 
undesirable symptoms, treatment should be stopped.

PEMF treatment is allowed for pa  ents from 2 years of age and above.

ALMAG has demonstrated a good tolerability among elderly pa  ents and peo-
ple suff ering from cardiovascular diseases, which makes ALMAG applicable in cases 
when other therapeu  c methods are not recommended.

The treatment procedure causes a warm sense in the area where the ALMAG 
emi  ers are applied.

In some chronic cases, the pa  ents might experience exacerba  on of pain during 
the fi rst 3 days of treatment. The symptoms usually disappear a  er a few sessions. 

Due to the deferred eff ect of exposure to PEMF, improvement can come a  er 
15-20 days of treatment.

Do not use PEMF therapy a  er taking alcohol.
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PHYSIOLOGICAL EFFECT
OF PULSED ELECTROMAGNETIC FIELD

ON THE HUMAN BODY
According to various scien  fi c data, the therapeu  c eff ect of magne  c fi elds 

involves their ability to control the fl ow of charged par  cles and to act on mag-
ne  sed objects regardless of their mo  on state. This results in a posi  ve eff ect on 
natural biological processes as the intracellular and intercellular metabolism inten-
sifi es. Magne  c fi eld therapy thus ac  vates the body`s self- restora  ve func  on in 
the healing process by direct s  mula  on – without surgical interven  on, drugs, or 
side eff ects. Among various types of magne  c fi elds, the strongest medical eff ect 
is demonstrated by the travelling pulsed electromagne  c fi eld (that of the ALMAG 
device), as compared to sta  c or alterna  ng magne  c fi elds. This eff ect is achieved 
because ALMAG’s PEMF frequency is within the biological frequencies range of the 
human organism (4-16 Hz).

The unique design of ALMAG’s induc  on coils (i.e. emi  ers) ensures PEMF pen-
etra  on of up to 8 cm deep into the pa  ent’s  ssues, which is successfully applied 
for treatment of internal organs diseases. The regular rhythmical travelling PEMF 
emi  ed by the device produces a healing eff ect on the cells of diseased organs and 
s  mulates recovery.

The magne  c fi eld also improves the blood fl ow in the exposed area, thus re-
ducing blood viscosity and, consequently, the risk of blood clot forma  on (throm-
bosis). The blood vessels are widened, addi  onal capillaries are opened, and their 
permeability enhances. All of the above boosts blood circula  on in the aff ected 
area, supplies the cells with extra oxygen, and s  mulates forma  on of building and 
protec  ve proteins in the cells, whilst removing the infl amma  on products out of 
them. This ac  va  on of metabolism prevents disease progression and accelerates 
regenera  on processes and recovery of the diseased cells.

Applica  on of low-frequency PEMF as a treatment procedure has a number of 
benefi cial eff ects on a pa  ent’s body:

- a seda  ve eff ect caused by s  mula  on of nervous inhibi  on processes, which 
results in emo  onal stress relief and sleep normalisa  on;
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- cerebral vascular tone release, improvement of cerebral blood circula  on, ac  -
va  on of metabolism processes that increase resistance to cerebral hypoxia;

- lowering of systolic and diastolic pressure down to normal values;

- an analgesic eff ect created by reduc  on in the sensi  vity of peripheral nervous 
receptors;

- improved func  onality of the endocrine system due to stabilised produc  on 
and release of the respec  ve hormones into blood;

- faster reduc  on of swelling and dissolu  on of medica  ons as a result of in-
creased permeability of blood vessels and epithelial  ssue;

- suppression of pathologic processes in the liver, heart and other organs through 
enhanced metabolism;

- increased resistance to unfavourable condi  ons.

Generally, a low-frequency pulsed electromagne  c fi eld produces analgesic, an-
 -infl ammatory and an  -edematous eff ects and s  mulates metabolic process. The 

key organs of the immune system (thymus gland, spleen, lymph nodes, etc.) are 
especially PEMF-responsive, which is confi rmed by an increase in leukocyte count 
(the number of white blood cells) during the treatment course. In addi  on to that, 
exposure to PEMF aff ects the biologically ac  ve spots all over the human body, 
causing refl ex responses in the corresponding muscles and inner organs. Con  nued 
treatment by ALMAG results in a smooth build-up of the pa  ent’s adapta  on lev-
el (the ability of a human organism to withstand unfavourable environmental load 
combined with self-healing ability), which is a valuable support in the treatment of 
both acute and chronic diseases.
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TREATMENT PROCEDURES

MUSCULOSKELETAL SYSTEM DISEASES
Osteochondrosis

Osteochondrosis is a degenera  ve dystrophic disease characterized by deteriora  on 
of intervertebral disks and connec  ve  ssues of the backbone and the nervous sys-
tem. Intervertebral disks lose their cushioning ability, which results in compression and 
deforma  on of a nerve root, a vessel, or the spinal cord, and causes pain.

The backbone consists of 33-34 vertebrae, which cons  tute cervical (neck), thoracic 
(chest), lumbar (lower back), sacral and coccygeal (tailbone) regions of the spine. The 
spaces between the vertebrae are layered with soppy car  lage  ssue of the disks whose 
func  on is to absorb the impacts experienced by the spine. Nerve roots are located 
close to each disk and connect the spinal cord with other human organs. Spinal cord 
nerves infl uence the func  oning of all human organs and systems. If the disks are in a 
sound condi  on, they allow the vertebral segments to move easily and do not pinch the 
nerves. If the disks are worn out, they can sag, which will eventually cause the adjacent 
vertebrae to get so close to each other that they will touch and irritate the nerve roots 
during movement. Without  mely interven  on, this process can later on develop into 
spinal disk hernia  on, also known as slipped disk. 

The mostly aff ected regions of the spine are the lumbar and cervical ones, while the 
thoracic spine degenerates less frequently.

Typical symptoms
The pa  ents with lumbar spinal degenera  on suff er from lower back pain caused 

by physical exercise, a s  ff  movement, a long period of tension, or exposure to cold. 
The pa  ent may also feel pain in the intes  nal tract and genitals, since their nerves 
are connected to the nerves of the spinal cord. Slipped disk is o  en accompanied by 
shoo  ng pains and muscle weakness.

Cervical spine disorders are associated with compression of not only nerve roots 
and their arteries, but also of the spinal cord and vertebral artery. This comes out 
in neck pain shoo  ng up the shoulder or the back of the head.  Slipped disk in this 
vertebral region can cause pain in the arm, shoulder blade, or the front area of the 
chest. 

Osteochondrosis of the thoracic spine induces spinal pains, a pain syndrome in 
various body organs (heart, stomach, lungs, liver, kidneys, urinary bladder, pancre-
as) and dyskinesia, a disorder of the movement func  on of these organs.
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Very o  en osteochondrosis has neurological complica  ons as a result of nerve 
ending compression. 

It is recommended to start treatment with a short bed rest for 2-3 days. As the 
pain syndrome subsides, strengthening of the back muscle core with appropriate 
physical exercises is required. 

PEMF therapy with ALMAG is prescribed since the fi rst days of treatment a  er 
the disease was diagnosed.

Therapeu  c eff ect
ALMAG’s an  -infl ammatory and an  -edematous ac  on ensures a dis  nc  ve 

pain-killing eff ect. This helps improve the conduc  on of the nerve endings com-
pressed between the vertebrae, which, in its turn, benefi ts the recovery of the func-
 ons of the correlated end organs. PEMF s  mulates the blood fl ow to the diseased 

area and increases metabolic ac  vity in the surrounding  ssues, leading to gradual 
recovery of the disk  ssue and normaliza  on of its func  ons. 

A complex therapy combining PEMF treatment courses, physical exercise, and 
medica  on suppresses further disease development and improves the pa  ent’s 
quality of life.

Treatment procedure
The best  me for the procedure is right before bed  me, since it is not recom-

mended to put any stress on the backbone a  erwards. If the pa  ent is required to 
stay in the prone posi  on during an acute stage of the disease, the treatment ses-
sions are carried out twice a day, in the morning and in the evening, with an interval 
of at least 6 hours.

For treatment, ALMAG is placed on the bed along the axis of the pa  ent’s verte-
bral column.  The pa  ent lies his/her back on the emi  ers (see Fig. 2). 

For the fi rst 3 days of treatment the procedures are to be carried out for 3 min-
utes 3  mes a day. For the next 3 days the procedures is increased up to 5 minutes 
(3  mes a day). A 1 day break should follow, a  er which the treatment con  nues 
for 6 days (procedure dura  on is 10 minutes, 2  mes a day). Another 1 day break 
should be made before the last 6 days of treatment (procedure dura  on is 15 min-
utes, 2  mes a day). Total length of the course is 20 days. 

It is undesirable to stand and it is not allowed to sit within 1 hour a  er the treatment.
ALMAG is eff ec  ve for acute osteochondrosis complicated with neuri  s, but the 

procedures are taken once a day in this case. Treatment begins with the diseased 
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region of the spine (cervical or lumbar), followed by device applica  on to the areas 
along the aff ected nerves: 

- scia  c,  bial, fi bular (see Fig. 3); 
- radial, ulnar, median (see Fig. 4). 
The fi rst 6 days the treatment is to be carried 2  mes a day no longer than 5 

min. If required, 2 areas can be treated in this way within one day. Make a pause 
for 1 day and con  nue treatment for the next 6 days (procedure dura  on is 7-8 
minutes, twice a day). Another 1 day break should be made before the last 6 days of 
treatment (procedure dura  on is 15 minutes, twice a day). Avoid si   ng or standing 
during 30 minutes a  er the treatment procedure.

The treatment course can be repeated in 30-40 days a  er end on the 1st course. 
Suppor  ve treatment course should be made in 3-4 months a  er comple  on of the 
second treatment (procedure dura  on is 15-20 minutes, total course length is 20 days). 

In case for pa  ents with hypertension, blood pressure should be checked before 
the treatment procedure and in 30 minutes a  er it. If blood pressure increases or 
any other undesirable symptoms appear, perform treatment every other day with the 
same or minimum (10 min) dura  on. If blood pressure does not lower down or the un-
desirable symptoms remain, stop the treatment and consult with a  ending physician.

Fig. 2 Fig. 3 Fig. 4
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Deforming osteoarthri  s
Deforming osteoarthri  s is a dystrophic disease of joints characterized by degenera-

 on of ar  culate car  lages and periar  cular  ssues. 
Typical symptoms
The disease causes pain in the joints, fractures, bent limbs (thigh bones in par-

 cular), associated arthri  s (infl amma  on of joints), joint s  ff ness in the morning.  
Women above 40 years of age are more commonly exposed to osteoarthri  s. 
Osteoarthri  s pa  ents should avoid physical overloads and joints traumas. It is 

recommended to use chairs with a straight back instead of so   armchairs and to 
sleep on a hard bed. For people with excess weight, a change of diet is recommend-
ed. Exercise therapy, especially swimming, is of great importance for osteoarthri  s 
pa  ents. PEMF therapy by ALMAG has a signifi cant role in the complex treatment 
process and preven  on of the disease.

Therapeu  c eff ect
PEMF has a posi  ve anaesthe  c ac  on, removes edemas, improves metabolism 

in periar  cular  ssues, and produces regenera  ng eff ect on ar  culate car  lages, all 
of which ul  mately helps to prevent further disease progression.

Treatment procedure
The process of joints treatment is very convenient due to the four connected 

emi  ers of ALMAG. If a shoulder, elbow, knee, ankle, or hand joints are aff ected by 
osteoarthri  s, the emi  ers are wrapped around the joint (see Fig. 5 for an example 
of treatment of a knee joint). 

During the fi rst 6 days the treatment is to be carried 2-3  mes a day for 5 min. 
for each joint. If 4 joints are aff ected the procedure is to be carried out twice a day 
for no longer than 5 minutes for each joint. Make a pause for 1 day and con  nue 
treatment for 6 days (procedure dura  on is 8 minutes, twice a day). Another 1 day 
break should be made, before the last 6 days of treatment (procedures are carried 
out once a day). If 1 or 2 joints are under treatment, the procedure dura  on for 
each joint is no longer than 15 minutes. If 3 or 4 joints are under treatment, the 
procedure dura  on for each joint is no longer than 10 minutes. In 1-2 months a 
repeated course of treatment is to be taken. 

If a hip joint is aff ected, the emi  ers are placed in such a way that the 4th emi  er rests 
on a bu  ock (i.e. the back projec  on of the joint). The two middle emi  ers are to be 
placed on the lateral joint projec  on, and the 1st one on the front projec  on (see Fig. 6).
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The fi rst 6 days the treatment is to be carried 2-3  mes a day for 8 min. Make a 
pause for 1 day and con  nue treatment for 6 days (procedure dura  on is 10 min-
utes, twice a day). Another 1 day break should be made before the last 6 days of 
treatment (procedures are carried out once a day for 20 minutes). In 1-2 months a 
repeated course of treatment is to be taken. In this case procedures are carried out 
once a day for 15-20 minutes, the course length is 20 days without breaks.

For simultaneous treatment of shoulder and elbow joints is shown in Fig. 7.
Preven  ve treatment should be made every 3 months.
It is not recommended to treat two diseases simultaneously within one course, 

for example, osteoarthri  s and osteochondrosis.
Repeated course of treatment can be carried out 30-40 days a  er the fi rst one, 

and the suppor  ng (precau  onary) course in 3-4 months  a  er comple  on of the 
second one.

Humeroscapular periarthrosis
Humeroscapular periarthrosis is characterised by pain and s  ff ness in a shoulder 

joint related to various diseases, such as: joint trauma, pancrea  c diabetes, diseases of 
peripheral vessels, heart ischemic disease, bursi  s, periarthri  s.

Fig. 7Fig. 5 Fig. 6
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Typical symptoms
Shoulder pain during movement which increases at night  me, dextrality of aff ec-

 on (right side for right-handers), tenderness at thumb pressure.
Pa  ent suff ering from humeroscapular periarthrosis should limit the load on the 

diseased joint and do physical exercise regularly, also immediately a  er comple  on 
of a PEMF course.

Exercise No.1
Bend forward, the arms hanging down loosely: this enables the ar  cular capsule 

to relax under its own weight.
Exercise No.2
Bend forward, the healthy arm rested upon the chair back, your back relaxed. The 

diseased arm hanging down loosely, start making pendular swings with it.
It is be  er to take PEMF by ALMAG a  er physical exercise and a hot compress to 

warm the joint.
Therapeu  c eff ect
Treatment procedures with travelling PEMF 

have a number of posi  ve eff ects: improvement 
of blood microcircula  on and lymph effl  ux in the 
aff ected area, as well as enhancement of capil-
laries permeability, which ul  mately results in 
normaliza  on of metabolic processes, improve-
ment of the joint’s func  on, or suppression of 
the disease at the least.

Treatment procedure
The emi  ers are placed around the aff ected 

zone, embracing the joint and the surrounding 
 ssues (see Fig. 8). The fi rst 6 days the treatment 

is to last no longer than 7 minutes 2  mes a day. If 
required, 2 areas can be treated in this way with-
in one day. Make a pause for 1 day and con  nue 
treatment for the next 6 days (procedure dura-
 on is 12 minutes, twice a day). A  er another 1 

day pause carry out treatment for the last 6 days 
(procedure dura  on is 15 minutes, twice a day). Fig. 8
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ATTENTION! It is essen  al to check blood pressure before the procedure and 
in 15 minutes a  er it during the fi rst 3 days of treatment.  In case blood pressure 
increases (by 10-15 mm Hg) do not stop the treatment, but make the treatment 
procedures and the treatment course 2  mes shorter.

If you take the second course of treatment, the procedure should be carried out 
for 15-20 min once a day. The course length is 20 days without breaks.

Arthri  s
Arthri  s is a joint infl amma  on arising primarily in the internal synovial membrane 

of a joint. Infl ammatory process can also aff ect the other structures of the joint (car  -
lage, joint capsule) and periar  cular  ssues (ligaments, tendons).

Typical symptoms
Pain during ac  ve and passive movements, symmetric or asymmetric aff ec  on 

of major or smaller joints depending on the disease form, movement s  ff ness, joint 
redness, swelling, local or overall temperature rise. It is very important to know that 
the treatment effi  ciency greatly depends on the pa  ent’s direct par  cipa  on in the 
treatment. The main goal of the treatment is to preserve 
the joint’s func  onal ability and to prevent further develop-
ment of the disease. The pa  ent should properly es  mate 
all the unfavourable factors (excessive physical ac  vity or 
heat loss) and early disease symptoms, such as fa  gability 
and weakness, and take adequate measures, i.e. limit the 
load on the aff ected joints, sleep regularly and have a short 
period of bed rest to let the joints relax and strengthen.

Therapeu  c eff ect
ALMAG plays a major role in the preven  on of relapses 

and support of long remission.
Joint treatment with travelling PEMF helps to improve 

blood circula  on, relieve the infl amma  on processes and 
the pain, and enhance permeability of the vascular walls, 
which ensures faster decomposi  on of edemas. Normal-
isa  on of metabolic ac  vity in the diseased joint inhibits 
further disease progression and individual complex therapy 
promotes the func  onal recovery of the joint. Fig. 9
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Treatment procedure
The emi  ers are placed around or along the aff ected joint, embracing the sur-

rounding  ssues. The emi  ers’ posi  on for treatment of knee joint arthri  s is 
shown on Fig. 5. Procedures are to be carried out twice a day. The emi  ers’ posi  on 
for treatment of elbow joint arthri  s is shown on Fig. 9. 

Treatment procedure is the same as for deforming osteoarthri  s.

Epicondyli  s
Epicondyli  s is an infl amma  on of tendon  ssues in the place of their a  achment to 

a bone. It is caused by microtraumas, joint infl amma  on, and intense physical ac  vity. 
Physical labour workers, agricultural workers, and sportsmen mainly suff er from this 
disease.

Typical symptoms
Joint pain during movement and tenderness to palpa  on along the aff ected ten-

don. Epicondyli  s of an elbow joint tendon can be accompanied with elbow nerve 
neuri  s. When the heel tendon is aff ected, heel pain during walking is experienced. 

Shoulder epicondyli  s is a chronic dystrophic aff ec  on of the inner and outer 
shoulder epicondyles as a result of repeated stereotype movement of forearm, 
sport trauma, or neck osteochondrosis.

It is clinically characterised by pain of diff erent intensity in the aff ected epicon-
dyle area, which is felt at the corresponding surface of forearm and intensifi es dur-
ing palpa  on. At the ini  al stage of the disease, rest of the aff ected joint for several 
days is recommended.

Therapeu  c eff ect
Among other physiotherapy procedures, PEMF by ALMAG has an important 

place. Under the infl uence of the travelling PEMF, the pain is relieved, edemas re-
solve, the local blood fl ux improves, the metabolism is normalised, and the muscle 
spasm of the hand extensors and fl exors reduces. All of this alleviates the infl amma-
 on and promotes quicker restora  on of the joint’s func  on.

Treatment procedure
Procedures are carried out twice a day. Emi  ers are placed around the aff ected 

joint (for example, see Fig. 5 for the treatment procedure of knee joint epicondyli  s).
The treatment process for epicondyli  s of an elbow joint tendon complicated 

with elbow nerve neuri  s is as follows:
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1) The pa  ent lies on his/her back;
2) ALMAG is placed parallel to the body;
3) The fi rst emi  er is put on the elbow joint, the second on the elbow fold in such 

a way as to cover the joint from two sides; 
4) The other two emi  ers are put on the internal surface of the shoulder up to 

the armpit.
The procedures are carried out 1-2  mes a day for 10 minutes. The course dura-

 on is 20 days with a 1-day break a  er the 10th day of treatment. 
For a more effi  cient treatment of shoulder joint epicondyli  s, it is necessary to 

expose the two below areas alternately:
Procedure No.1: the emi  ers are placed along the cervical and thoracic spine, 

embracing the 5-10 cm area on both sides of the spinal column. Procedure dura  on 
is 5 minutes. 

Procedure No. 2:  the emi  ers are placed on the aff ected epicondyle of the shoul-
der joint, including the ini  al sec  on of the a  ached muscles. Procedure dura  on 
is 15 minutes.

Both procedures are to be carried out in turn within one day provided the ac  vity 
of the aff ected arm is reduced a  er procedure. The min 
treatment course is 18 procedures.

The treatment process for Achilles tendon (heel cord) 
is as follows: 

1) A chain of emi  ers is put on the fl oor, the pa  ent 
steps with his/her foot sole on the fi rst two emi  ers, so that 
the heel is posi  oned in the centre of the second emi  er;

2) The other two emi  ers are placed along the back surface 
of the lower leg (i.e. the tendon projec  on) and the bo  om 
part of the calf muscle and are fi xed by fastening (see Fig. 10).

In the fi rst 3 days of the treatment course, the proce-
dure  me should be 15 minutes once a day, followed by 
gradual increase up to 20 minutes. The course dura  on is 
18 days. The repeated treatment course, if required, can 
be performed in 2 months. For repeated courses of treat-
ment procedure dura  on is 15-20 min., the course length 
is 20 days without breaks. Fig. 10
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Gout
The gout is a variety of rheuma  c joint disease caused by deposi  on of uric acid 

salts (urates). Excess quan  ty of uric acid can crystallize and deposit in the joints, caus-
ing infl amma  on and intense pain. A  ack of the disease starts suddenly and con  nues 
with diff erent intensity for several days. The gout can aff ect any joints of fi ngers, hands, 
elbows, knees and feet. Men over 40 years of age and women a  er menopause usually 
suff er from this disease. 

A good cura  ve eff ect is achieved through complex treatment: an  -infl ammato-
ry medica  ons prescribed by doctor are to be combined with ALMAG procedures. 
Regular physical ac  vity and a balanced diet will do you good as well.

Therapeu  c eff ect
Therapy by ALMAG is aimed at reduc  on of pain syndrome during the disease 

a  ack, termina  on of the infl ammatory process, normalisa  on of metabolic ac  vity 
in the joint, which ul  mately lead to dissolu  on of uric acid crystals. 

The procedure technique depends on the degree of the pain syndrome.
Treatment procedure for the acute form of the disease
Due to the fact that even the slightest touch of the aff ected joint during this 

phase causes severe pain, treatment by ALMAG is carried out without direct con-
tact of the emi  ers with the joint area. An emi  er is taken in a hand and placed 
above the aff ected joint at a distance of 1-2 cm. Perform the procedure for 3 
minutes 2-3  mes a day.

Treatment procedure for the sub-acute form of the disease 
A  er suppression of the severe pain syndrome, ALMAG is applied directly to the 

aff ected joint. The emi  ers are placed around the respec  ve joint during treatment 
of knee, foot, elbow, and hand joints. When toe joints are aff ected, emi  ers are put 
on the fl oor, then the foot is placed on them: the heel is put on the fi rst emi  er, the 
toes on the second, while the third and fourth emi  ers cover the top of the foot. 
The emi  ers can be fastened. Procedure dura  on is 10 minutes. Procedures are 
carried out twice a day.  The total course length is 18-21 days.

The repeated course should be carried out 30-40 days a  er comple  on of the 
fi rst one, and the suppor  ng (precau  onary) course in 3-4 months a  er comple-
 on of the second one. For repeated courses the procedures are carried out once 

a day for 15-20 minutes. The total length of the repeated course is 20 days without 
breaks. 
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Bursi  s
Bursi  s is the infl amma  on of the periar  cular bursa of a joint. It arises as a result 

of joint trauma, excess physical ac  vity, or as an a  ereff ect of arthri  s and some other 
infec  ous diseases. There are acute and chronic forms of bursi  s.

Typical symptoms
Pain in the area of periar  cular bursa, swollenness, restricted moving ability of 

the joint.
Therapeu  c eff ect
In case of the acute disease period, treatment procedures with ALMAG are to be 

taken a  er the acute process subsides (usually on the 3rd-7th day). In case of the 
chronic form, treatment is to be performed in the stage of disease remission. Treat-
ment by ALMAG is aimed at relieving the pain syndrome, stopping the infl ammatory 
process, restoring the joint func  on. Under the ac  on of travelling PEMF, the blood 
supply to periar  cular bursa and adjoined  ssues is improved, metabolic processes 
are normalized, edema resolu  on is accelerated, and the infl amma  on subsides. 
The treatment results in recovery or at least suppression of the further progression 
of the chronic disease by extending the remission period.

Treatment procedure
The treatment process is made very easy and handy due to the four emi  ers of 

ALMAG. If bursi  s strikes the joints of a shoulder, elbow, knee, foot, or hand, the 
emi  ers are embraced around a joint (for an example of a knee joint treatment, see 
Fig. 5). In case of a hip joint problem, emi  ers are placed in such a way that the last 
one rests on a bu  ock (i.e. the back projec  on of the joint). The two middle emit-
ters are to be placed on the lateral joint projec  on, and the fi rst one on the front 
projec  on (see Fig. 6).

Procedures are recommended to be performed twice a day, with an interval of 
at least 6 hours. If two or more joints are aff ected with bursi  s, procedures are to 
be carried out 2  mes a day, one procedure per one joint at a  me (for example, 
one joint in the morning, the other in the evening). The total  me of one procedure 
should not exceed 20 minutes. Within one course of treatment it is allowed to treat 
no more than two joints. A  er the course comple  on, it is necessary to have a 10-
day break before star  ng treatment of other joints or a diff erent disease. 

Another technique of treatment may be used for adjacent joints (for example, a 
shoulder and an elbow joint). In this case the chain of emi  ers is placed along the 
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arm, with the ends embracing both joints. The procedures can be carried out twice 
a day, one procedure for each group of adjacent joints. 

The fi rst course of treatment should be started with minimal  me dura  on (10 
minutes), followed by gradual extension up to 20 minutes. Maximum total proce-
dure  me is 30 minutes (when the procedures are carried out twice a day). Recom-
mended course length is 18 days, maximum – 20 (for chronic disease form), mini-
mum – 15. A  er the 6th and 12th treatment days, a one-day break should be taken. 
Repeated course of treatment can be carried out 30-40 days a  er the fi rst one, and 
the suppor  ng (precau  onary) course in 3-4 months a  er comple  on of the second 
one. For repeated courses the procedures are carried out once a day for 15-20 min-
utes. The length of the course is 20 days without breaks.

Myosi  s
Myosi  s is an infl amma  on of skeletal muscles. It arises as a result of injury of  ght 

muscles (during sports ac  vity), excessive physical ac  vity or heat loss, as well as of 
acute and chronic purulent processes, chronic infec  ous diseases, viral diseases, par-
asi  c infec  ons.

Typical symptoms
Aching pain in the muscles of arms, legs, torso, which 

increases with mo  on. Aff ected muscles are swollen 
and weakened. Some  mes the disease is accompanied 
by chill and temperature rise.

Myosi  s is typically characterized by painful sensa-
 on at palpa  on of muscles and the presence of painful 

small knots in them.  
During complex treatment of the disease, the pa-

 ent is strongly advised to observe the recommended 
ac  vity regimen, to do therapeu  c exercises, and to 
avoid exposure to cold. 

Therapeu  c eff ect
The pulsed electromagne  c fi eld of ALMAG has a 

benefi cial eff ect on the clinical course of the disease: it 
produces an an  -edematous ac  on, improves nutri  on 
of  ssues, facilitates removal of infl amma  on products, Fig. 11
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and s  mulates regenera  on processes. The procedures are prescribed as part of 
combined therapy with external an  -infl ammatory medica  ons.

Treatment procedure
The emi  ers of ALMAG are placed along the aff ected muscles of the back, ab-

domen, arms or legs. If the body muscles are aff ected, the emi  ers are placed on 
a couch, and the pa  ent lies down onto them so that they are spread along the 
aff ected zone. If the muscles of upper or lower limbs are aff ected, the emi  ers are 
placed along the aff ected muscles and the adjacent  ssues. For an example of AL-
MAG’s posi  on in case of myosi  s of the back muscles, refer to Fig. 11. During the 
1st six days of treatment the procedures are carried out 2-3  mes a day for 3-5 
minutes depending on the pain intensity. The more intense the pain is the shorter 
the procedure should be. A  er a 1-day break con  nue the treatment for the next 
6 days increasing the procedure  me up to 5-7 minutes. If required, make another 
1-day break and con  nue the treatment for the next 6 days.  Perform the procedure 
for 1-2  mes a day, the dura  on is increased up to 10 min.

Tenosynovi  s
Tenosynovi  s is an infl amma  on of tendon sheaths (a ‘so   cover’, fi brous coa  ng 

of a tendon) as a result of an acute or repeated trauma, which, in its turn, develops 
from a long hard work involving repeated movements, or from a sports load. Teno-
synovi  s aff ects the area of Achilles tendons and that of the hand extensor or fl exor 
tendon.

It is always recommended to begin treatment with limi  ng the mobility of the 
joints of the aff ected limb by fi xing it with a rigid bandage (a splint) for 3-4 days. 
A  er that, treatment with ALMAG can be started.

Therapeu  c eff ect
PEMF in this case is aimed at producing an analgesic, an  -infl ammatory, and dis-

solving ac  on.
Treatment procedure
The emi  ers are placed along or around the aff ected zone. The treatment proce-

dure is the same as for epicondyli  s.
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INJURIES AND THEIR AFTER-EFFECTS
Bone fractures

A fracture is an infringement of the integrity of bone  ssue structure. Fractures can be 
closed, open, with displacement and without it. A fracture is usually accompanied by in-
tensive pain and fracture area deforma  on, as well as edema of the surrounding  ssue.

It is recommended to start trea  ng such traumas with ALMAG on the 3rd-5th 
day a  er its occurrence, either in clinic-based (in case of compound fractures), or 
home-based condi  ons.

Therapeu  c eff ect
The pulsed electromagne  c fi eld of ALMAG s  mulates resolu  on of the  ssue 

edema, improvement of blood circula  on, accelera  on of bone  ssue regenera  on. 
Applica  on of the device considerably speeds up the  me of fracture treatment, re-
duces the rehabilita  on period, facilitates forma  on of callus, and strengthens the 
adjacent  ssue. A well-  med applica  on of ALMAG reduces the muscular spasm, 
prevents muscles atrophy and rigidity of the adjacent joints, and normalises the 
func  ons of the vegeta  ve nervous system.

NOTE: presence of metal elements used to hold the bone fragments together is 
not a contraindica  on against ALMAG applica  on.

Treatment procedure
The emi  ers are put on a plaster bandage or directly 

on a limb along or around the bone (see Fig. 12).
Procedures should be carried out 2  mes a day.
Procedure dura  on is 10-15 min. The treatment 

course length is 20 days.
In case of a compound fracture demanding a bone 

stretching procedure and immobiliza  on, a repeated 
course of treatment is to be carried out in 30-40 days.

For children aged 2 to 5, the procedure  me is re-
duced to ¼ of the procedure  me for adults. If an injured 
child is over 5 years of age, the procedure is the same as 
for adults. 

ALMAG can be used to perform short-term courses 
for treatment of the pain syndrome appearing in the 
area of the healed fracture during periods of weather Fig. 12
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change or a  er exposure to cold. Such treatment course consists of 7-8 procedures. 
The procedure dura  on is 15-20 minutes.  In 30 days the treatment course should 
be repeated. The procedures should be carried out once a day for 15-20 minutes. 
Repeated course length is 20 days without breaks.

Internal joint injury
Internal joint injury is a trauma  c injury of a joint without infringement of the peri-

ar  cular capsule’s integrity.
Treatment with ALMAG can be started on the 3rd day a  er trauma provided that 

there is no blood in the joint cavity. In case of joint bleed the treatment can be per-
formed only a  er blood is removed from the joint and only upon the doctor’s approval.

Therapeu  c eff ect
Rapid reduc  on of  ssue edema, accelerated dissolu  on of the accumulated liq-

uid and blood out of the joint cavity, increased metabolic ac  vity in the infl uenced 
area due to the improvement of blood fl ow, resul  ng in joint  ssue regenera  on. 
Treatment with ALMAG reduces the possibility of the forma  on of a contracture 
(permanent restric  on of the joint mobility).

Treatment procedure
Treatment procedure is the same as for arthri  s. 
The emi  ers are placed around the aff ected joint (for an example of a knee joint 

treatment, see Fig. 5). If two adjacent joints are injured (for instance, a shoulder and 
an elbow), the emi  ers are placed along the arm covering these joints. 

Procedures are to be carried out 2  mes a day. 
Procedures dura  on is 10-15 min. The course length is 18 days.
In case if the trauma requires joint immobiliza  on, the suppor  ng treatment 

course is carried out in 30-40 days.

So    ssue bruises, hematoma, pos  rauma  c edema
ALMAG treatment is to be started 12 hours a  er the trauma occurrence.
Therapeu  c eff ect
Under the infl uence of PEMF, permeability of capillaries (including lympha  c 

ones) increases, edemas resolve rapidly. Reduc  on of blood clo   ng ability in the 
infl uenced area leads to resolu  on of hematoma (bruises). The pain sensi  vity of 
the nerve endings reduces, thus allevia  ng and stopping the pain.
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Treatment procedure
The procedure dura  on is 10-15 minutes twice a day. The emi  ers are placed 

along or around the lesion focus. In case of a trivial (smaller) trauma, the treatment 
course can be limited to 6-12 procedures.

Ligament and muscle injuries
Typical symptoms
The presence of hematoma, edema, restricted joint movement caused by inten-

sive pain.
Therapeu  c eff ect
For those ligament and muscle injuries that do not require emergency surgery 

and were caused in the last 20-30 minutes, apply cold to the aff ected area. For inju-
ries sustained more than 24 hour ago no cooling is required.

ALMAG is applied on the 2nd or 3rd day a  er primary medical treatment, if the 
injured ligament or muscle has been s  tched or bandaged with plaster. The proce-
dure can be done through any dressing, including a plaster bandage. The depth of 
ALMAG’s PEMF penetra  on is suffi  cient to produce the required cura  ve eff ect. It 
also has an anaesthe  c ac  on, reduces edema, speeds up  ssue regenera  on, and 
facilitates the joint func  onal recovery.

Treatment procedure
The emi  ers are placed around the injured joint. Treatment can be started in 

the fi rst hours a  er the trauma occurrence. In that case, fi rst apply a cold compress 
for 5-10 minutes to the joint, and then start the PEMF treatment with ALMAG. The 
device is wrapped around the joint. During the fi rst day this complex treatment is to 
be made 3  mes. A  er this 1st complex treatment procedure, lock the joint mobility 
and avoid physical ac  vity. 

The next days the procedures are carried out twice a day, procedure  me is 15 
minutes.

Beginning from the 5th day, it is recommended to apply a hot compress before 
the treatment procedure with ALMAG. At this stage, the procedures are carried out 
once a day. The treatment course takes 18 days.
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Postopera  ve wounds
Therapeu  c eff ect
Therapeu  c eff ect of PEMF on the wounded surface entails reduc  on of the 

wound healing period, with forma  on of a fi ne fl exible scar. The applica  on of the 
device a  er a surgery prevents development of diff erent complica  ons and reduces 
the probability of hernia  on (in case of abdominal surgeries).

Treatment procedure
Treatment is to be started on 2nd-3rd day a  er the day of surgery (if no contami-

na  on takes place). ALMAG can be applied onto the wounded area through a gauze 
or plaster bandage (if redressing of the wound is required, then the procedure is 
done a  er it is cleaned and freshly dressed). Under the infl uence of PEMF, the eff ect 
of the applied ointment is increased, which greatly benefi ts the healing process. The 
emi  ers are placed along or around the lesion focus. The procedure dura  on is 15 
minutes, once a day. The course length is 7-18 days. 

Sluggish purulent wounds, phlegmons, burns
A wound may contain pieces of clothing or other foreign par  cles, or may be con-

taminated by the object which infl icted it or during the fall of the wounded person. 
Under the condi  ons which are favourable for development of pathogenic fl ora in the 
wound and for spreading of infec  ous agents in the surrounding  ssue, complica  ons 
of the wound process may develop, including phlegmon, a purulent complica  on.

Phlegmon is an acute generalized purulent infl amma  on of so    ssues accompa-
nied by spreading of the purulent fl uid in the cells. Phlegmon appears as a result of bac-
teria penetra  on in the so    ssues and can develop prac  cally in any part of the body.

Burns may be thermal, electric, chemical, and radia  on. ALMAG is applied mainly 
to treat the a  ereff ects of thermal burns. 

Treatment of purulent wounds, phlegmons and burns by ALMAG is to be started 
a  er the urgent surgical ac  ons have been taken, and the wound has been treated 
with an  bio  cs, an  sep  cs, and other medicines.

PEMF therapy should be prescribed by the a  ending physician. 
The running PEMF s  mulates regenera  on of the injured  ssues due to im-

provement of blood circula  on and metabolism, decreases the pain syndrome, and 
speeds up epithelisa  on processes, which greatly facilitates the healing. A good 
therapeu  c eff ect is achieved by applica  on of ALMAG combined with medica  on. 
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Treatment procedure
The emi  ers are placed over a wet or dry gauze bandage along or around the 

aff ected area (a  er wound cleaning). Procedure dura  on is 10-15 minutes once a 
day. The treatment course length, depending on the burn degree, is 10-18 days. It is 
recommended to repeat PEMF therapy with ALMAG, especially in severe cases, in 
30-40 days: this minimises the cosme  c defects a  er a wound or burn.

DISEASES OF PERIPHERAL NERVOUS SYSTEM
Neuri  s 

Neuri  s is an infl amma  on of a peripheral nerve characterized by various mo  on 
and sensi  vity disorders.

This disease may be caused by bacterial and viral infec  ons, internal and external 
intoxica  on, exposure to cold, lack of vitamins, vascular and other disorders, trauma  c 
nerves compression.

ALMAG is applied for local neuri  s with the following symptoms: steady dull pain 
spreading a  ack-like along the nerve length, sensi  vity and motor disorders, minor 
reduc  on of muscle size and weight (atrophy) in the aff ected area. 

Recovery process takes 2-3 weeks in mild cases, but more o  en lasts longer, es-
pecially with pa  ents of middle age and older.

Treatment procedure
The device is placed in such a way that the fi rst emi  er is in the area closest to 

the spinal column, and the last one in the area farthest from it. The fi rst 6 days the 
treatment is to last no longer than 3-5 min. 3  mes a day. If required, 2 areas can 
be treated in this way within one day. Make a pause for 1 day and con  nue treat-
ment for the next 6 days (procedure dura  on is 7 minutes, twice a day). Max. total 
procedure  me is 30 min. (when the procedures are carried out twice a day). Rec-
ommended course length is 18 days, maximum – 20 (with the chronic disease form), 
minimum – 15. A  er the 6th and 12th day of treatment, a 1-day break is to be taken. 
In 1 month a repeated course of treatment is to be taken. In this case procedure 
dura  on is 7-10 min., the course length is 20 days.

Facial nerve neuri  s
Neuri  s of the facial nerve is the most common one among cerebral nerve dis-

orders. The possible causes are: exposure to cold, infec  on, intoxica  on or trauma.
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Therapeu  c eff ect
Amplifi ca  on of the an  -infl ammatory eff ect of com-

plex therapy, ac  va  on of blood circula  on and lymph 
ou  low in the facial area, improvement of the facial 
nerve conduc  on, restora  on of the mimic muscles’ 
func  on, preven  on of forma  on of muscle contrac-
ture (permanent mobility restric  on). 

In the acute disease stage, ALMAG is applied only 
under prescrip  on of the a  ending physician.

Treatment procedure
The emi  er is placed on the output spot of the facial 

nerve, without pressing it too hard. The output spot is 
under an auricle at the lower jaw base (see Fig. 13). This 
output area is treated fi rst, followed by treatment of 
the mimic muscle contracture area. The other 3 emit-
ters not involved in the treatment process are held 
aside from the pa  ent’s face.

Radial nerve neuri  s
Radial nerve is most frequently damaged in the area of middle third of the arm as 

a result of fracture or ge   ng pressed to this area in deep sleep.
Therapeu  c eff ect
ALMAG provides accelerated recovery of the radial nerve conduc  on, reduced 

degree of muscles’ atrophy, improved blood supply of  ssues in the area of radial 
nerve innerva  on, restored func  on of hand extensors.

Treatment procedure
The emi  ers are placed on the inner surface of the lower third of the arm, fore-

arm, and hand in the following way:
1) the pa  ent should lie on his/her back;
2) the emi  ers’ chain is placed over the diseased hand with the palm up;
3) the fi rst emi  er’s edge reaches the heel of the hand, the second emi  er is 

placed in the approximate centre between the palm and the elbow pit; the third 
emi  er is over the elbow pit, the fourth is on the palm and is fi xed with an elas  c 
band (see Fig. 14).

Fig. 13
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Ulnar nerve neuri  s
Ulnar nerve neuri  s is caused by injuries of elbow 

joint or infec  on.
The aim of PEMF by ALMAG in this case is the same 

as for radial nerve neuri  s. The device is placed in such 
a way that the fi rst emi  er is on the area closest to the 
vertebral column and the last one on the area farthest 
from it.

Median nerve neuri  s
Therapeu  c eff ect
Speeding up the recovery of median nerve conduc-

 on, reduc  on of muscle atrophy, improvement of the 
 ssue blood supply in the area of median nerve innerva-
 on, recovery of the func  on of hand extension muscles.

Treatment procedure
The emitters are placed on the inner surface of the 

arm (along the nerve trunk) with the palm up (see 
Fig. 15).

Icia  c nerve (ischias) neuri  s
Ischias is an infl amma  on of the scia  c nerve.

Typical symptoms
Burning, shoo  ng pain in the lumbar spine and in 

the leg along the scia  c nerve. The diseased person is 
not able to bend or straighten themselves up. There is a 
feeling of stupor,  ngling along the nerve length, lack of 
muscle strength in the leg, especially in the foot which 
fl aps during walking and becomes hard to control.

Therapeu  c eff ect
Seda  ve, an  -edematous and an  -infl ammatory ac-

 on both on the scia  c nerve and the adjacent  ssue; 
relief of the vascular and muscle spasm; normalisa  on 
of blood circula  on, tone, and metabolism.

Fig. 14

Fig. 15
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Treatment procedure
Treatment procedure is as for treatment of osteochondrosis complicated with 

neuri  s of scia  c nerve (see Fig. 3).

Peroneal nerve neuri  s
Peroneal nerve neuri  s may occur following a trauma or diff erent infec  ons and 

intoxica  ons.
Therapeu  c eff ect
Exposure of the peroneal nerve innervation area 

to PEMF produces a soothing, anti-edematous, and 
anti-inflammatory effect; relieves the vascular and 
muscular spasm; normalises blood circulation, tone, 
and metabolism in the tissue of the innervated mus-
cles.

Treatment procedure
Treatment is to be carried out in the sub-acute 

period when the pain subsides. For convenience, the 
procedure is recommended to be done while lying on 
the stomach. The fi rst emi  er is placed on the upper 
part of the popliteal fossa (‘kneepit’), the other three 
are placed along the outer surface of the shin at the 
damaged side (see Fig. 16). 

Pa  ents can sit during the procedure. In this case, 
one emi  er is put on the chair edge and pressed by the 
damaged leg. The other three emi  ers are placed on 
the outer surface of the lower leg and fi xed with elas  c 
tape.

Plexi  s
Plexi  s is an impairment of a nerve plexus. The causes may be: an infec  on, a trau-

ma, intoxica  on. Among plexi  s forms, the most frequent are brachial (shoulder) and 
lumbosacral plexi  s.

Fig. 16
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Therapeu  c eff ect
An  -infl ammatory ac  on in the nerve plexus area, recovery of the nerve and 

muscle system conduc  on in the lesion focus area and of the func  on of the mus-
cles aff ected by paresis. 

Treatment procedure for brachial (shoulder) plexi  s
During treatment the pa  ent can lie on his/her back 

or sit. The 1st and the 2nd emi  ers are posi  oned on the 
area of the clavicle and the shoulder joint. The 3rd and the 
4th should be put along the inner side of the arm aff ected 
by paresis (Fig. 17).

Treatment procedure for lumbosacral plexi  s
The procedure is the same as for osteochondrosis. 

NEURALGIA
Neuralgia is a burning and shoo  ng pain occurring along 

the nerve trunk and its branches and located in the area 
of certain nerves or nerve roots. Neuralgia can come as a 
result of a trauma or intoxica  ons stemming from liver and 
kidney diseases, salts of heavy metals, bacterial toxins, alco-
hol, metabolic disorders at diabetes mellitus, chronic pro-
cesses in gastrointes  nal tract, and others. 

ALMAG is indicated for treatment of trigeminal, occipi-
tal, and intercostal neuralgia.

Treatment procedure 
In case of severe pain syndrome put a so   cloth between the aff ected area of the 

body and ALMAG. 
The fi rst 6 days the treatment is to last no longer than 3-5 min. performed 3  mes 

a day. If required, 2 areas can be treated in this way within one day. Make a pause 
for 1 day and con  nue treatment for the next 6 days (procedure dura  on is 7 min-
utes, twice a day). Max. total procedure  me is 30 min. (when the procedures are 
carried out twice a day). Recommended course length is 18-20 days. A  er the 6th 
and 12th day of treatment, a 1-day break is to be taken. 

In 1 month a repeated course of treatment is to be taken. In this case procedure 
dura  on is 7-10 min., the course length is 20 days.

Fig. 17



37OPERATING MANUAL

Trigeminal neuralgia
Typical symptoms
Acute burning and shoo  ng pain in the cheek, upper 

and lower jaws, and, less commonly, in frontal bone. 
The pain a  ack may last from several seconds to sev-
eral hours.

Therapeu  c eff ect
The treatment is aimed at relieving the pain syn-

drome and elimina  ng its causes. The ac  on of AL-
MAG’s travelling PEMF brings about a reduc  on in the 
peripheral nerve receptors sensi  vity, improvement 
of blood circula  on to the branches of the aff ected 
nerve, resul  ng in the relief of pain sensa  ons and 
shortened dura  on and frequency of pain a  acks. 
ALMAG has an an  -infl ammatory and vasodila  ng 
ac  on. Applica  on of the device as part of complex 
treatment of trigeminal neuralgia combined with 
appropriate medica  on considerably increases the 
medical eff ect.

Treatment procedure
The fi rst emi  er is placed on the aff ected part of the 

face covering the cheeks and the base of the lower jaw 
bone. The rest of the emi  ers are put along the collar-
bone area (see Fig. 18). The treatment dura  on and fre-
quency is described above.

Occipital neuralgia
Treatment procedure
The emi  ers are placed on the skin projec  on of the 

output point of the occipital nerve and the back surface 
of the neck (see Fig. 19). 

The treatment dura  on and frequency is described 
above.

Fig. 18

Fig. 19
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Intercostal neuralgia
Typical symptoms
Persistent or colicky bel  ng pain spreading from 

backbone to the chest or central line of abdomen into 
one or both sides. The pain increases with physical ac-
 vity, body movement, coughing, sneezing, or deep 

breathing. The therapeu  c eff ect is directed towards 
elimina  on of the disease cause and a rapid relief of the 
pain syndrome.

Therapeu  c eff ect
Therapy by ALMAG improves the effi  ciency of a com-

plex therapy. The major advantages of PEMF therapy are 
a nearly complete absence of side eff ects and a good 
tolerance of the magne  c fi eld by pa  ents with whom 
other physiotherapy procedures may disagree.

Treatment procedure
ALMAG is placed bilaterally on the corresponding seg-

ment of the backbone along the aff ected nerve endings 
(see Fig. 20). The treatment dura  on and frequency is 
described above.

 
TRAUMAS OF CENTRAL NERVOUS SYSTEM
Vertebral column and spinal cord traumas

Traumas of the vertebral column and spinal cord are very dangerous, as they may 
lead to func  onal disorders of many organs and body systems, and even to a paralysis. 
Spinal nerve endings (roots) innerva  ng diff erent body organs are located on the spinal 
cord. For instance, if lumbar spine is aff ected, one can feel pain in the bowels or geni-
tals. Spine traumas are o  en accompanied by ruptures of blood and lympha  c vessels, 
resul  ng in deteriorated nutri  on of the spinal cord and spinal nerves and in impaired 
nerve conduc  on that limits or disables their func  oning processes. 

If there are no contraindica  ons, PEMF therapy with ALMAG is to be started af-
ter comple  ng the urgent medical treatment. The magne  c fi eld has an analge-
sic, an  -infl ammatory, an  -edematous ac  on, and accelerates metabolism and 
 ssue regenera  on. Moreover, exposure to a magne  c fi eld s  mulates a faster 

Fig. 20
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nerve transmission rate and ac  vates the work of the immune system organs, thus 
strengthening the host defense.

Treatment procedure 
The pa  ent’s posi  on – lying on the back or on the stomach. Emi  ers are placed 

along the spine column. If it is not possible for any reasons to turn the pa  ent over 
to his/her stomach, the person is slightly li  ed, and the emi  ers are put under the 
aff ected area of the spine column so that the fi rst emi  er is close to the head and 
one of the others is directly upon the skin projec  on of the injured area. Start treat-
ment with 10 min procedures performed twice a day during 6 days. Have 1-day 
break and con  nue treatment with 15 min procedures performed twice a day for 
the next 6 days. A  er this another 1-day break should follow. For the last 6 days 
increase dura  on of the procedure up to 20 minutes, perform it once a day. Total 
course dura  on is 20 days.

Disorders of the spinal blood circula  on
The spinal cord is supplied with blood from several artery branches. The anterior and the 

two posterior spinal arteries going down to the lower end of the spinal cord are ‘replenished’ 
from the spinal branches of other arteries entering the spinal canal through intervertebral 
foramina (openings). These foramina are formed between two adjacent vertebrae. When 
the intervertebral disks are aff ected with osteochondrosis, the intervertebral foramen nar-
rows, the adjacent vertebrae come closer to each other and start trauma  zing the nerve 
roots and clamping the blood vessels. The disease progression leads to an onset of ischemic 
(insuffi  cient blood supply) zones in diff erent regions of the backbone. In the cervical spine, 
osteophytes (bone spurs) are formed, resul  ng in a chronic disorder of spinal circula  on 
(myelopathy).

Therapeu  c eff ect
As part of a medical treatment complex, PEMF therapy by ALMAG has a high 

effi  ciency level. Exposure to pulsed electromagne  c fi eld s  mulates addi  onal 
capillaries to open and improves the blood fl uidity in general, which partly com-
pensates for an insuffi  cient blood supply of the spinal cord’s ischemic zones. Treat-
ment by the device, alongside with medica  on, helps reduce or completely stop 
the disease progression , as well as normalise the func  ons of the spinal cord and 
spinal nerves.
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Treatment procedure 
The pa  ent’s posi  on is lying on the stomach or on the back. Emi  ers are placed 

along the vertebral column covering the cervical part. If it is impossible to lay the 
pa  ent on the stomach, he/she is slightly li  ed and the emi  ers are put under the 
backbone. 

The treatment begins with a 10 minute-long procedure performed once a day, 
increasing the procedure  me by 2 minutes within 5 days to achieve the dura  on 
of 20 minutes. 

Recommended course length is 20 days. One-day interval is to be taken a  er 
the 6th and 12th day of treatment. The treatment course is to be repeated in 1.5-2 
months.

PANCREATIC DIABETES COMPLICATIONS
Diabe  c angiopathy

Diabe  c angiopathy is a vascular complica  on of long-term poorly controlled diabe-
tes and of the associated disorders of carbohydrate and lipid metabolism. The mostly 
aff ected body parts are the lower limbs. The forms of aff ec  on – from low-grade trophic 
disorders up to trophic ulcer and diabe  c foot gangrene leading to leg amputa  on.

ALMAG is applied as a compulsory element of complex angiopathy therapy in 
pregangrenous period. ALMAG’s pulsed electromagne  c fi eld has an analgesic and 
an  spasmodic ac  on and a favorable eff ect on carbohydrate, lipid, and protein me-
tabolism. It also improves collateral blood circula  on (a collateral is a lateral vessel 
providing a bypath for blood which cannot go through a clogged vessel).

Treatment procedure 
When shin vessels are aff ected with diabe  c angiopathy, the shin (lower leg) is 

wrapped with ALMAG covering the back of the foot (see Fig. 21).
IMPORTANT! The fi rst emi  er is placed closest to the knee, the last one to the 

foot.  The procedures are carried out twice a day.
In case of the femoral (hip) segment vessels aff ec  on, the procedures are carried 

out once a day. At fi rst ALMAG is placed on the anterointernal surface of the hip, 
and then on the lower leg (see Fig. 21).  In case if the vessels are aff ected along the 
whole length of the lower limb, the emi  ers are placed on the aff ected areas in 
turns. Remember the right posi  on of the emi  ers: the fi rst one should be placed 
closer to upper body, and the last one to the foot. The op  mal pa  ent’s posi  on: 
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lying on the back, or si   ng as an op  on. ALMAG can be 
fi xed onto a leg with the fastening elements.

A  en  on! Applica  on of ALMAG is a component of 
complex therapy of diabe  c angiopathy. The treatment 
course is to be carried out only under doctor`s advice 
and supervision.

Control of the glucose and lipids level in the blood, 
as well as an endocrinologist’s consulta  on, is required 
during treatment!

Diabe  c polyneuropathy
Diabe  c polyneuropathy is a diabetes complica  on 

characterized by an aff ec  on of the peripheral nervous sys-
tem.

Typical symptoms
The below symptoms can occur individually or altogether:
- sensa  on of chill in the legs;
- loss of percep  bility and numbness;
- burning, unpleasant sensa  ons appearing when 

touching clothes or bed linen;
- sudden severe numbness of feet;
- muscles atrophy;
- poor healing of scratches and wounds (one or two months instead of one or two 

weeks), with dark marks le   a  er healing that would not disappear;
- severe pains in the lower legs in the state of rest at night  me.
Therapeu  c eff ect
ALMAG is applied as part of complex therapy aimed primarily at the underlying 

disease. Exposure to the magne  c fi eld results in improved conduc  on of nervous 
impulses along the nerve fi bers that s  mulates recovery of the func  ons of the 
aff ected peripheral nerve endings. Due to the pain relieving ac  on, the pain syn-
drome subsides. Microcircula  on in the area covered by the emi  ers is improved, 
which leads to normaliza  on of the metabolic processes in the peripheral nerve 
endings and around them. All of this combined with proper medica  on inhibits the 
disease progression and improves the pa  ent’s quality of life.

Fig. 21
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Treatment procedure
The pa  ent’s posi  on – lying on the stomach or si   ng. 

The emi  ers are placed on two areas (see Fig. 22, 23):
- area No. 1 – the posterior surface of the hip;
- area No. 2 – the popliteal fossa and the gastrocnemius 

(calf) muscle. 
The procedures are carried out once a day, preferably in 

the evening  me. The total procedure  me – 30 minutes, 
15 minutes for each zone. When both legs are aff ected, the 
procedures are performed in turn, once a day. The treat-
ment course lasts 20 days. In 2 months a  er comple  on of 
the fi rst course, a repeated course can de started upon doc-
tor`s recommenda  on. Suppor  ng courses of PEMF thera-
py are recommended to be carried out 3-4  mes a year.

A  en  on! Control of the glucose and lipids level in the 
blood, as well as an endocrinologist’s consulta  on, is re-
quired during treatment!

DISEASES OF THE VENOUS SYSTEM OF THE UPPER AND 
LOWER LIMBS

Deep vein thrombosis of the lower leg
Deep vein thrombosis of the lower leg is characterized by a 

feeling of weight in the legs, arching pains, and lower leg edema. 
The predisposing factors leading to the progress of the disease 
are traumas, change of blood coagulability, haemostasia (ve-
nous conges  on) caused by varicose veins or body overweight.

Typical symptoms
Pains, sensa  on of weight, edema, accompanied by 

thrombosis complica  ons (the most frequent among them 
being thrombophlebi  s, i.e. veins infl amma  on).

Therapeu  c eff ect
Treatment with the PEMF generated by ALMAG helps 

reduce the blood coagulability in the exposed area (which 
is typically increased with this disease). There is also an im-

Fig. 22

Fig. 23
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provement of microcircula  on and of the vascular walls permeability. This results 
in par  al dissolu  on of the thrombus, edema reduc  on, and allevia  on of the pain 
sensa  ons, and contributes to preven  on of thrombophlebi  s.

Treatment procedure 
The treatment is recommended to be carried out once a day if both limbs are 

aff ected, and twice a day if one is aff ected. 
IMPORTANT! ALMAG is placed along the veins so that the fi rst emi  er is closest to 

the foot, and the fourth closest to the knee or directly upon the knee fossa (see Fig. 23).
Procedure  me is 10-15 minutes. The course length is 18 days. A repeated treat-

ment course is carried out in 2 months. Combined applica  on of ALMAG (upon the 
a  ending physician’s advice) with ointments containing Heparin and an  -infl amma-
tory medica  ons increases the therapy eff ect.

Chronic thrombophlebi  s at a stage of trophic disorders
Chronic thrombophlebi  s at a stage of trophic disorders is an infl ammatory disease 

of veins more o  en arising on the background of varicose veins of the lower leg.
Typical symptoms
Pain and indura  on along the aff ected veins, skin redness over them. A long-

term clinical process can lead to forma  on of trophic ulcer in the lower third of the 
shin, in the ankle joint area, as a result of venous blood haemostasia and the subse-
quent dysregula  on of  ssue nutri  on.

Therapeu  c eff ect
Treatment of chronic thrombophlebi  s at a stage of trophic disorders by ALMAG 

combined with proper medica  on ensures a decrease in blood coagulability, dissolu-
 on of the thrombus, and restora  on of the blood fl ow in the vessel. The an  -infl am-

matory ac  on reduces the infl amma  on process in the aff ected vessels. Improved 
microcircula  on around the aff ected vein and the trophic ulcer results in an increased 
infl ow of blood rich with structural elements and oxygen, as well as the ou  low of the 
accumulated products of infl amma  on and carbon dioxide. The combina  on of the 
above eliminates the infl ammatory processes and heals the trophic ulcer. 

Treatment procedure
When trea  ng chronic thrombophlebi  s complicated with a trophic ulcer, expo-

sure to PEMF of the trophic ulcer area is carried out a  er cleansing and change of 
the bandage twice a day. Treatment is to be done through a gauze bandage. 
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The fi rst emi  er is placed on the trophic ulcer area (gauze bandage) and the oth-
ers along the aff ected veins. Procedure  me is 10-15 minutes. The course length is 
20 days without breaks.  

Since the disease is chronic and requires a long suppor  ng treatment in order to 
avoid relapses, a repeated course is to be taken a  er an interval of 40 days. Further 
on, for remission maintenance it is recommended to carry out another treatment 
course provided there is a 2-3 month interval between the courses.

Varicose veins
Varicose veins is a disease characterized by venous dila  on related to weakness or 

malfunc  on of the valve apparatus and vascular wall. 
The predisposing factors leading to the disease progress are: congenital weakness 

of the vascular wall, pregnancy, body overweight, long-term standing posi  on, heavy 
physical labour. Varicose veins are also connected with vessel traumas and thrombo-
phlebi  s. The disease has three stages: compensa  on, subcompensa  on, decompen-
sa  on.

Treatment by ALMAG can be done at all three stages of varicose veins upon the 
a  ending physician`s advice.

Therapeu  c eff ect
Increased capillary blood fl ow; improved contrac  lity of the vascular wall; re-

duced sizes of the varicose veins, especially at the fi rst stage of the disease. 
All of these help to prevent further spreading of the pain syndrome and the 

spasms. Improved microcircula  on s  mulates the metabolic processes and healing 
of the ulcers. Reduced blood coagulability under the infl uence of the alterna  ng 
magne  c fi eld prevents thrombophlebi  s development.

Treatment procedure
The procedures are carried out once a day if both legs are aff ected, and twice a 

day if one is aff ected. ALMAG is placed along the veins (see Fig. 23).  
IMPORTANT! The fi rst emi  er is placed closest to the foot, and the fourth one 

directly upon the knee fossa.
Procedure  me is 10-15 minutes. The course length is 18 days. A repeated treat-

ment course is carried out in 2 months. Combined applica  on of ALMAG (upon the 
a  ending physician’s advice) with ointments containing Heparin and an  -infl amma-
tory medica  ons increases the therapy eff ect.
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MAINTENANCE
Ac  ons necessary for maintenance of the device are enlisted in the table below.

The device func  onal test is performed by means of indicators on the electronic 
unit and on coils-emi  er inductors or by the magne  c fi eld indicator.

SPECIFICATIONS
AC power supply:   ~120V (-10V; +6V), frequency 60Hz
Power consump  on   35 V•A
Weight:    max. 0.62 kg
Overall dimensions:
 - Power supply unit  137х60х45 mm
 - Emi  er (single piece)  Ø 90 mm, 15 mm thickness
Note: max devia  on: ±3%.
The number of emi  ers   4
Amplitude value of magne  c induc  on
on an emi  er’s surface (both fl at sides) (20±6) mT
Pulse dura  on    1,5-2,5 ms
Magne  c fi eld frequency
for each emi  er   7,5Hz

Descrip  on Frequency
Visual inspec  on of the device case
and the power cable to confi rm that
they are undamaged

Before each use

Cleaning, disinfec  on Once a month or when the device is 
handed over to another user



46 ALMAG-01

The device has LED indicators that light up when it is connected to the power line 
and PEMF is generated.

The device operates in the following mode within 6 hours: opera  on period of 18 
min followed by a 10 min break.

The magne  c fi eld eff ect shuts down automa  cally a  er (18±1) min of opera  on.
The surfaces of the device can be safely disinfected with any solu  on approved 

for disinfec  on of plas  c objects in medical ins  tu  ons.
Mean life  me – 10 (ten) years.
The device is made of hypoallergenic materials and may be used by hyper-sensi-

 ve pa  ents.
Maximum temperature a  er one opera  on cycle:
 - Control unit, max:  +45 °C; 
 - Emi  er, max:   +41 °C.
Class of the device according to MDD 93/42/EEC – Class IIa.

LIST OF STANDARDS

EN ISO 10993-1-2011
EN 60601-1
EN 60601-1-2
EN 60601-1-11
EN 63204:2006
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ANNEX А
Warning. The present equipment/system may cause radio recep  on deteriora  on and it 

may disturb the opera  on of the equipment located nearby. In this case it may be necessary 
to take measures to reduce disturbances such as orienta  on or loca  on changes.

Manufacturer's manual and declaration – electromagnetic emission
These devices are intended for use in the electromagne  c environment specifi ed below. The customer or the user of 
the device should ensure its use in the specifi ed electromagne  c environment.

Electromagnetic
emissions test

Compliance Electromagnetic environment – instructions

Radio-interferences 
according to Special 

Interna  onal Commi  ee 
for Radio-Electronic

Interferences 11

Group 1 The device uses radio-frequency energy only to perform internal 
functions. The emission level of the radio frequency interference is low 
and might not lead to disturbances in the functioning of the electronic 
equipment located close to it

Radio-interferences 
according to Special 

Interna  onal Commi  ee 
for Radio-Electronic

Interferences 11

Classes A The device is suitable for use in all the locations, including residential 
buildings and buildings directly connected to a distribution network that 
supplies residential buildings

The harmonic current 
components

of IEC 61000-3-2

Class A

Voltage fl uctua  ons and 
fl icker according
to IEC 61000-3-3

Complies

Table 1

STORAGE AND TRANSPORTATION
The device endures storage in a non-heated storage room with air temperature 

from -50 °С to +40 °С with rela  ve air humidity of up to 98%.
The device can be transported by all covered vehicles according to the rules of 

carriage at an ambient temperature from -50 °С to +50 °С and rela  ve air humidity 
of 100%.
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Manufacturer’s manual and declaration – interference resistance
These devices are intended for use in the electromagne  c environment specifi ed below. The customer or the user of 
the device should ensure its use in the specifi ed electromagne  c environment.

Interference
resistance test

The test level 
according to IEC 60601

Compliance 
level

Electromagnetic environment – instructions

Electrosta  c discharge 
(ESD) according
to IEC 61000-4-2

±6 kV – contact 
discharge

±8 kV – air discharge

Complies The floor in the facility must be covered with 
wood, concrete or ceramic tiles. If the floor 
is covered with synthetic material, relative 
humidity must be minimum 30%

Electrical fast
transient/burst

according
to IEC 61000-4-4.

±2 kV – for
powersupply lines
±1 kV – for input-

output lines

Complies Power quality in mains in accordance with the 
typical conditions of a commercial or hospital 
environment

High energy
microsecond pulse 

interferences according 
to IEC 61000-4-5

±1 kV when applying 
«wire-to-wire» 

interference
±2 kV when applying 

«wire-to-ground»
interference

Complies Power quality in mains must be provided in 
accordance with the typical conditions of the 
commercial or hospital environment

Voltage dips, average 
interrup  ons and 

voltage fl uctua  ons
in the input power 

lines according
to IEC 61000-4-11

<5% UH (voltage 
dip>95% UH) during

0.5 of period
40% UH (voltage dip 

60% UH)
during 5 periods

70% UH (voltage dip 
30% UH)
during

25 periods
<5% UH (voltage dip 
>95% UH) during 5 s

Complies Power quality in mains in accordance with the 
typical conditions of a commercial or hospital 
environment If the user of the device needs to 
provide seamless operation in the conditions 
of possible interruptions of the line voltage, it 
is recommended to power the device from an 
uninterruptive power supply or battery

Power frequency 
magne  c fi eld

(50/60 Hz) according
to IEC 61000-4-8

3 A/m Complies The levels of power frequency magnetic field 
must be provided in accordance with the 
typical conditions of the commercial or hospital 
environment

Note: UH – is the voltage level of the mains un  l test exposure is applied.

Table 2
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Manufacturer’s manual and declaration – interference resistance
These devices are intended for use in the electromagne  c environment specifi ed below. The customer or the user of 
the device should ensure its use in the specifi ed electromagne  c environment.

Interference
resistance test

The test level
according to IEC 60601

Compliance 
level

Electromagnetic environment – instructions

Conducted
disturbances

induced by RF fi elds 
according to

IEC 61000-4-6

Radio-frequency 
electromagne  c fi eld 

according to
IEC 61000-4-3

3 V
(root-mean-square) 

in-band from
150 kHz to 80 MHz

3 V/m in-band from 80 
MHz to 2.5 GHz

3 V

3, V/m 

The distance between the mobile radiotelephone 
communica  on systems used and any element of 
the device, including the cables, should not be less 
than the recommended separa  on distance which 
is calculated in accordance with the expressions 
below with reference to the frequency of the trans-
mi  er.
Recommended separation distance:

d = 1,2   P

d = 1,2   P  (from 80 to 800 MHz);
d = 2,3   P  (from 800 MHz to 2.5 GHz).

Where d is the recommended separation distance, 
m b); 
P is the nominal maximum transmitter output 
power, W, as specified by the manufacturer.
The field density in the propagation of radio waves 
from stationary radio transmitters, according to 
the results of observations of the electromagnetic 
situation a), should be lower than the level of 
correspondence in each frequency band b).
The effect of interference may occur near the 
equipment marked with the symbol

Table 3
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The fi eld density in the propaga  on of radio waves from sta  onary radio transmit-ters, such as base sta  ons 
of radio telephone networks (cellular / wireless), and surface-mobile radios, amateur radio sta  ons, AM 
and FM broadcast transmi  ers, television transmi  ers can not be determined by calcula  on with suffi  cient 
accuracy. This requires prac  cal measurements of fi eld density. If the measured values at the loca  on of 
the device exceed the applicable levels of compliance, the opera  on of the device should be monitored to 
verify their normal func  oning. If a devia  on from normal func  oning is detected during the observa  on 
process, then it may be necessary to take addi  onal measures, such as reorien  ng or moving the device.
Field density should be less than 3 V/m out of band from 150 kHz to 80 MHz.

Notes:
1 A greater value of the fi eld density is applied at frequencies of 80 and 800 MHz.
2 The expressions are not applicable in all the cases. The propaga  on of electromagne  c waves is aff ected by absorp-
 on or refl ec  on from structures, objects and people.

a) 

b) 

Recommended values for separation distance between portable and mobile radio frequency
communication means and the device

The device is intended for use in an electromagne  c environment in which the levels of radiated interference are 
monitored. The purchaser or the user of the device can avoid the eff ects of electromagne  c interference providing a 
minimum separa  on distance between portable and mobile radio frequency communica  on devices (transmi  ers) 
and the device, as recommended below, taking into account the maximum output power of transmission equipment

Nominal maximum 
power output of the 

transmitter, P, W

Separation distance d, m, depending on the frequency of the transmitter

d = 1,2   P
in-band from 150 kHz to 

80 MHz

d = 1,2   P
in-band from

80 to 800 MHz

d = 2,3   P
in-band from 800 MHz to 

2.5 GHz

0,01 0,12 0,12 0,23
0,1 0,38 0,38 0,73
1 1,2 1,2 2,3

10 3,8 3,8 7,3
100 12 12 23

Notes:
A greater value of the fi eld density is applied at frequencies of 80 and 800 MHz.
The reduced expressions are applicable in all the cases. The propaga  on of electromagne  c waves is aff ected 
by absorp  on or refl ec  on from structures, objects and people.
At determining recommended values of separa  on distance d for transmi  ers with nominal maximum power 
output, which is not men  oned in the table, the nominal maximum output power P in Wa  s specifi ed in the 
transmi  er manufacturer’s documenta  on is subs  tuted into reduced expressions.

Table 4

1. 
2.

3.
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ACCEPTANCE CERTIFICATE
ALMAG-01 Pulsed Electromagne  c Field Therapy Device (trademark ALMAG®), 

factory serial number ____________ is hereby validated as ready-for-service.

So  ware version:

        - GIKS.10-0101         - GIKS.10-0101Е

So  ware date issue:

        - 07.10          - 02.11

Depending on the so  ware security the device is ranked as Class А according to 
EN 63204:2006.

Date of produc  on _____________________             Stamp

_____________________________________
     (signature of the person responsible for acceptance)

ALMAG-01 Pulsed Electromagne  c Field Therapy Device (trademark ALMAG®) is 
packed in compliance with the requirements specifi ed in the design documenta  on.

Date of packing _______________________

Packed by ___________________________               Stamp

GIKS.941519.001-
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MANUFACTURER’S WARRANTY
The manufacturer hereby guarantees that the quality of the device conforms to 

the requirements of the user manual, provided that the condi  ons of proper trans-
porta  on, usage, and storage are met.

Warranty period is 36 months a  er date of sale.
The garanteed shelf life is 60 months a  er date of packing.
Within the Warranty period, the manufacturer shall repair or replace the defec-

 ve device or its parts free of charge upon presenta  on of the Warranty sheet.

Warranty condi  ons:
The Warranty becomes invalid if:
the device bears traces of outside interference or repair a  empts by 
non-authorized servicing companies;
unauthorized changes into the design or construc  on of the device have 
been detected;
the device has been damaged;
the device has been damaged as a result of penetra  on of external objects, 
substances or liquids;
the device has been damaged as a result of connec  ng it to a power line 
with improper features.

•

•

•
•

•

For any ques  ons on the device quality and maintenance service,
please contact the Manufacturer’s representa  ve.
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Manufacturer’s address:
391351, 25, Yanina st., Yelatma, Kasimov District, Ryazan region, Russia

JSC «Yelatma Instrument Making Enterprise»
Tel/fax: +7 (4912) 503-023, +7 (49131) 2-04-57

WARRANTY SHEET
for repair (replacement) within warranty period 

of ALMAG-01 Pulsed Electromagnetic Field (PEMF) Therapy Device
(Trademark ALMAG®)

Manufacturing date ________________________ No. ____________________

Purchased _______________________________________________________

Put in operation _____________________________________________

Accepted for warranty service by the service center

Date __________________ City ______________________________________

Released after repairs _______________________________________________

         Stamp
Signature of the Head of Repair Center ___________________

Signature of the Owner ___________________

The present warranty sheet should be sent to the Manufacturer and serves as 
the basis for the invoice to reimburse repair costs within warranty period.

(to be filled in by the trading organization)

(date, signature)

(date, signature)
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Manufacturer’s address:
391351, 25, Yanina st., Yelatma, Kasimov District, Ryazan region, Russia

JSC «Yelatma Instrument Making Enterprise»
Tel/fax: +7 (4912) 503-023, +7 (49131) 2-04-57

WARRANTY SHEET
for repair (replacement) within warranty period 

of ALMAG-01 Pulsed Electromagnetic Field (PEMF) Therapy Device
(Trademark ALMAG®)

Manufacturing date ________________________ No. ____________________

Purchased _______________________________________________________

Put in operation _____________________________________________

Accepted for warranty service by the service center

Date __________________ City ______________________________________

Released after repairs _______________________________________________

         Stamp
Signature of the Head of Repair Center ___________________

Signature of the Owner ___________________

The present warranty sheet should be sent to the Manufacturer and serves as 
the basis for the invoice to reimburse repair costs within warranty period.

(to be filled in by the trading organization)

(date, signature)

(date, signature)
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            Environmental responsibility

The external covers of the device are 
made of high-quality plastics and can 
be recycled and re-used as building 
materials. The electric and electronic 
components are to be disposed of 
separately in special facilities used for 
this purpose under the local law.

Disposal of these components together 
with household waste is prohibited.

Proper disposal of a worked-out product 
helps prevent potential negative con-
sequences for the environment and 
human health.


